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Abstract 

Head movement during a dynamic brain PET/CT imaging results in mismatch between CT and dynamic PET images. It can 
cause artifacts in CT-based attenuation corrected PET images, thus affecting both the qualitative and quantitative aspects of 
the dynamic PET images and the derived parametric images. In this study, we developed an automated retrospective 
image-based movement correction (MC) procedure. The MC method first registered the CT image to each dynamic PET 
frames, then re-reconstructed the PET frames with CT-based attenuation correction, and finally re-aligned all the PET frames 
to the same position. We evaluated the MC method's performance on the Hoffman phantom and dynamic FDDNP and FDG 
PET/CT images of patients with neurodegenerative disease or with poor compliance. Dynamic FDDNP PET/CT images 
(65 min) were obtained from 12 patients and dynamic FDG PET/CT images (60 min) were obtained from 6 patients. Logan 
analysis with cerebellum as the reference region was used to generate regional distribution volume ratio (DVR) for FDDNP 
scan before and after MC. For FDG studies, the image derived input function was used to generate parametric image of FDG 
uptake constant (Kj) before and after MC. Phantom study showed high accuracy of registration between PET and CT and 
improved PET images after MC. In patient study, head movement was observed in all subjects, especially in late PET frames 
with an average displacement of 6.92 mm. The z-direction translation (average maximum = 5.32 mm) and x-axis rotation 
(average maximum = 5.1 9 degrees) occurred most frequently. Image artifacts were significantly diminished after MC. There 
were significant differences (P<0.05) in the FDDNP DVR and FDG Ki values in the parietal and temporal regions after MC. In 
conclusion, MC applied to dynamic brain FDDNP and FDG PET/CT scans could improve the qualitative and quantitative 
aspects of images of both tracers. 
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Introduction 

PET/ CT is widely used in the clinic for oncological, neurologic 
and cardiologic applications. The CT image of PET/CT study not 
only provides anatomical information but also provides a means 
for scatter correction [1] and attenuation correction [2] to replace 
the transmission scan in PET-only scanners. Typical dynamic PET 
scans with molecular imaging probes usually last for one hour or 
more. Head movement is frequently observed during this time. 
Even for patients with belt restraint on the head, significant 
movement is obvious in late time frames. The problem is especially 
serious for elderly patients and patients with movement disorders. 

The effects of head movements on attenuation correction and 
scatter correction in stand-alone PET scans have been previously 
investigated [3,4]. Generally, head movements during dynamic 
PET/ CT scans may create artifacts in attenuation correction and 
scatter correction due to the mismatch between the CT and PET 
images. The artifacts such as uneven tracer distribution cannot be 
eliminated by simply realigning the PET images in different 
dynamic frames to a reference frame or to the CT image alone [3] . 



Moreover, time activity curves (TACs) of different regions are 
usually extracted from dynamic images and are then used for 
kinetic modeling to calculate physiologic parameters such as 
uptake constant (Ki) for FDG scans and distribution volume ratio 
(DVR) for FDDNP scans [5,6]. Errors in the PET images may 
create incorrect physiologic parameters [7,8]. 

Considerable work has been conducted to reduce motion 
artifacts on PET-only scanners. Two general approaches - by 
motion tracking system [9,10] or with image-based realignment 
[3,11,12] - have been investigated to realign the transmission 
image to each emission frame for more accurate attenuation and 
scatter correction. Movement correction (MC) based on motion 
tracking system such as the Polaris system has been shown to be 
very accurate for phantom scans. However, due to fixation issues 
in human scans, image-based movement correction was found to 
outperform the other approaches in a majority of situations [9]. 

The aim of this study was to enhance both the qualitative and 
quantitative aspects of a dynamic PET/CT imaging study using 
an automated retrospective image-based MC method. This MC 
method not only corrects for movements between the CT image 
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and each of the dynamic PET frames but also corrects for 
movements among the dynamic PET frames. Two tracers 
representing high and moderate signal-to-noise ratios, namely 2- 
[^^F]-fluorodeoxy-D-glucose (FDG) and 2-(l-{6-[(2-[^^Flfluor- 
oethyl)(methyl)amino] -2-naphthyl} -ethylidene)malononitrile 
(FDDNP), were used to validate and evaluate the proposed MC 
method with phantom experiments and research patient studies. 
FDG, an ^^F-labeled glucose analog, is most commonly used in 
nuclear medicine clinic to study brain glucose metabolism in 
neurodegenerative diseases [13]. FDDNP is a hydrophobic 
molecular probe used for in vivo imaging of P-amyloid senile 
plaques and neurofibrillary tangles - the neuropathologic 
hallmarks typically found in patients with Alzheimer's disease 
(AD) [14], mild cognitive impairment (MCI), Down syndrome 
(DS) [15], and progressive supranuclear palsy (PSP). Using those 
two tracers, the influence of head movement on tissue TACs was 
addressed and the effects of movement correction in parametric 
images of DVR for FDDNP scans and of Ki for FDG scans were 
also evaluated. 

Materials and Methods 

Movement Correction Procedure 

The automated retrospective MC method consisted of two 
major parts (Fig. 1). The first part co-registered the CT image to 
each of the PET frame in order to correctly provide attenuation 
information for the second part. The second part then re- 
reconstructed attenuation-corrected (AC) PET frames and aligned 
each frame to a common reference frame. The whole procedure 
was streamlined and automated using an in-house python script 
(ActiveState Software Inc. Vancouver, BC, Canada). 

• Step 0: The CT and all PET frames of a dynamic PET/CT 
scan were reconstructed from raw data. A PET frame was 
selected to serve as a reference frame, which has a relatively 
high signal-to-noise ratio and shows clear anatomical features. 
In this study, the 1 st, 7th, and 24th frames were chosen as the 



reference frames for phantom experiment, dynamic FDDNP 
scan, and dynamic FDG scan, respectively. For the reference 
frame, both AC and non-AC PET images were reconstructed; 
for other frames, attenuation correction was not applied. 

Part I 

► Step 1 : The head holder was also in the field of view and 
contributed to attenuation. During a dynamic PET/ CT scan, 
the patient may not be able to keep still and thus the patient's 
head might move but the head holder remained stationary. 
Therefore, only the patient head in the CT image needs 
movement correction. The first step of the MC method was to 
segment out the patient's head from the background in the CT 
image. This was done automatically by defining a contour 
around the patient head and setting the background outside 
the contour as —1000 HU (CT value of air) with an in-house 
MATLAB (Math Works Inc.) program. 

► Step 2: The original patient's head CT image (CTqriginal) 
generated in the previous step was then co-registered (as a rigid 
body) to an AC PET image of the reference frame to produce 
a reference CT image (CTref), which was aligned to the 
reference PET frame and contained no stationary part (i.e., the 
background structure such as the head holder). 

► Step 3: The non-AC reference PET frame was then 
individually co-registered to all other non-reference non-AC 
PET frames to derive (n-1) transformation matrices, where n 
was the total number of frames in the dynamic scans. In FDG 
study, the short frames within the first 90 s were summed for a 
single co-registration, and the derived transformation matrix 
was replicated for each frame in the first 90 s and totally (n-1) 
matrices were still generated. 

► Step 4: CTree image was then moved (n-1) times with the (n-1) 
transformation matrices obtained from Step 3. Thus, Step 4 
produced (n-1) head CT images which were in the same 
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Figure 1. Illustrated overview of the retrospective MC method for dynamic PET/CT dynamic scan. 

doi:1 0.1 371 /joumal.pone.01 03745.g001 
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position as the (n-1) PET frames respectively and those images 
had no stationary background. 

• Step 5: The background (removed in Step 1), which contains 
stationary components, was added back to each of the moved 
GT images obtained in Step 4 automatically with an in-house 
MATLAB program. 

Part II 

• Step 6: Each AC PET frame was re-constructed with 
attenuation weighted-ordered subsets expectation maximiza- 
tion (AW-OSEM, 6 iterations and 16 subsets) using the 
correctly co-registered CT generated in Step 5 for attenuation 
correction. 

• Step 7: Reconstructed AC PET frames were realigned to the 
reference PET frame using the transformation matrices 
derived in Step 3. 

The co-registration of CT to PET used an algorithm that 
maximized the normalized mutual information, while the co- 
registration between PET frames maximized the normalized 
correlation coefficient. All image co-registration, realignment, and 
moving procedures were performed using Vinci software (Max 
Planck Institute for Neurological Research) [16]. 

Phantom Studies 

The co-registration algorithm and automated retrospective MC 
method were first evaluated and validated on phantom studies. A 
Hoffman Phantom filled with FDG (—1100 ml in volume and 
~ 1 3 MBq when the scan started) was scanned by a Biograph 64 
TruePoint PET/CT scanner (Siemens, Inc.), which has an 
intrinsic resolution of approximately 4.5 mm full width at half 
maximum (FWHM). To validate the accuracy of the co- 
registration algorithm used in the MC method, a computer 
controlled motion platform was used to conduct pre-set transla- 
tional movements of the Hoffman Phantom in different PET 
frames, and the images were aligned to determine the amount of 
movements, which were then compared with the pre-set values. 
Twelve static PET frames with 10 minutes each were acquired at 
different positions with the first frame as a reference frame. One 
CT image (CTl) was acquired with the phantom at the same 
position as the first PET frame (FRl) and another CT image 
(CTl 2) was acquired with the phantom at the position of the last 
PET frame (FRl 2). In the phantom studies, AC and non-AC PET 
images were both reconstructed. 

Table 1 shows the relative positions of the phantom during the 
12 frames, in reference to that of FRl. The Displacement of one 
frame to the reference frame was defined in Equation 1 . 



Displacement = y transx^ + transy^ + transz^ ( 1 ) 

The accuracy of the co-registration was evaluated by the error 
between the pre-set displacement and the displacement calculated 
from the resulted co-registration parameters. The error is defined 
in Equation 2. 

Error = 

I 

J {trans X — trans x- coregif + {tranSy — transy- ^.^^^^■)^ + {trans z — trans z- mregif 

The MC procedure (described in the section of "Movement 
Correction Procedure".) was evaluated by examining the differ- 
ences among PET images that were attenuation corrected with 
different datasets- aligned, mismatched and movement corrected 
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CT images. It should be noted that the measures of Displacement 
and Error defined above are only for the location at the center of 
the image. Without rotational movements (like in the phantom 
experiment with platform movements), the displacement measures 
are also applicable to everywhere in the head. However, if there 
are rotational changes, the actual amounts of location movements 
in most regions of the head are much larger than indicated by 
these measures. 

In another phantom study, the MC procedure was further 
evaluated by incorporating various translational and rotational 
movements as well as their combinations into different dynamic 



scanning frames to simulate head movements at different times. 
The resultant images were evaluated in terms of artifacts and the 
amount of quantitative errors in image value. 

Patient studies 

The automated retrospective MC method was applied to 
representative patient data and the effects of MC were evaluated. 
All patient studies were approved by the Human Subjects 
Protection Committee at UCLA, and written informed consents 
were obtained from all subjects. The patient datasets used included 
dynamic FDDNP and FDG PET/CT scans on DS, AD, MCI and 
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Figure 2. Co-registration accuracy evaluated from FDG phantom study. A. PET to PET co-registration accuracy B. CT to PET co-registration 
accuracy. 
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Aligned CT: FR1 (reference) 




Aligned CT: FR1 (reference) 



Figure 3. Comparison of AC with slightly misaligned CT and fully aligned CT in FDG phantom study. Panel A: the difference map 
between PET FR4 AC with a 2 mm mismatched CT (CT1) and PET FR1 AC with an aligned CT (CT1) (taken as the reference PET frame). The small 
misalignment (2 mm) between PET and CT has subtle impact on AC comparing to Panel B.; Panel B: the difference map between PET FR12 AC with 
an aligned CT (CT12) and the reference. The difference map shows only the noise. 
doi:1 0.1 371 /journal. pone.01 03745.g003 




Figure 4. Artifacts of AC with largely misaligned CTs in FDG phantom study. Panel A: the difference map between PET FR12 AC with a 
10 mm mismatched CT (CT1) and the reference PET image. The misalignment between PET and CT caused significant AC artifacts; Panel B: the 
difference map between PET Framel 2 AC with a 1 0 mm mismatched CT (CT1 ) and the same PET frame AC using the physically aligned CT (CT1 2). The 
misalignment between PET and CT caused significant AC artifacts. However, the AC matrix did not add extra noise to the PET images. 
doi:1 0.1 371 /journal. pone.01 03745.g004 
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Figure 5. Comparison of AC with aligned CT and MC CT in FDG phantom study. Panel A: the difference map between PET FRl 2 AC witli 
movement corrected CTl and tlie reference image. After MC, tliere were no noticeable differences, except noise, among the PET frames; Panel B: the 
difference map between PET FRl 2 AC with movement corrected CTl and the same PET frame with the correctly aligned CT (CTl 2). 
doi:1 0.1 371 /journal. pone.01 03745.g005 



PSP patients performed on the same scanner used in the phantom 
experiments. A curved head holder attached to the patient bed of 
the scanner was used to help minimize the head movement of the 
patients. Patients laid their head supinely on the head holder. The 



CT scan was acquired first, and was used for generating 
attenuation correction factors. Tracer (—370 MBq) was injected 
intravenously as a bolus and a dynamic PET scan was initiated 
immediately thereafter. A moderate physical restraint through the 
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Figure 6. Movement correction for PET/CT misalignment induced by head translation and rotation in FDG phantom study. 
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Displacement During Dynamic FDDNP PET/CT scan 
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Figure 7. Displacement during dynamic FDDNP PET/CT scan. Half of the subjects have displacements over 5 mm in late frames (after 40 min). 
doi:1 0.1 371 /journal. pone.01 03745.g007 



use of a belt over the patient's head was applied during the entire 
scan of over 60 min. 

Dynamic FDDNP PET/CT Scan Protocol. Dynamic 
FDDNP PET/CT images were obtained from 12 subjects (8 
DS, 1 AD, 2 MCI and 1 PSP). FDDNP was synthesized using the 
method previously reported [17]. Total dynamic PET acquisition 
time was 65 min (6x30 s, 4x3 min, 10x5 min). 

Dynamic FDG PET/CT Scan Protocol. Dynamic FDG 
PET/CT images were obtained from 6 subjects (6 DS). Total 



dynamic PET acquisition time was 60 min (9x5 s, 3x15 s, 
3x30 s, 1x2 min, 5x5 min, 3x10 min). 

Quantification 

To evaluate the effect of MC on the biological quantitation of 
the dynamic PET imaging in human studies, the following 
processing steps were applied to the dynamic images to extract the 
biological parameters. The same procedures were applied to 
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Figure 8. Improvement of a late FDDNP PET/CT frame image after MC. Panel A: An FDDNP PET/CT study on a Down syndrome patient with 
10 mm movement in z direction in a late frame of a dynamic scan. Panel B: 3-D orthogonal images show the improvement of the PET/CT images 
with proper AC after MC. All images are displayed with the same color scale and show clearly the quantitative differences in the PET images 
reconstructed with misaligned and aligned CT images. 
doi:1 0.1 371 /journal. pone.01 03745.g008 
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Figure 9. TACs in both medial temporal region and cerebellum 
(the reference region), and Logan plot showed less fluctuation 
after MC for a subject who had large head movement during a 
dynamic FDDNP PET/CT scan. A. Comparisons of TACs before and 
after MC in medial temporal region. B. Comparisons of TACs before and 
after MC in cerebellum. C. The slope of the Logan plot increased by 
7.5% after MC for this patient. 
doi:1 0.1 371 /journal. pone.01 03745.g009 

dynamic images without MC and with MC, and the results were 
compared. The effects of MC were also examined in terms of 
artifacts and noise reduction. 

Region-of-Interest (ROI) Analysis. ROIs were defined 
manually on the frontal cortex, lateral temporal lobe, medial 
temporal lobe, parietal cortex, posterior cingulate and cerebellum. 
Tracer TACs of these regions were obtained. 

FDDNP Distribution Volume Ratio (DVR). Volume of 
Distribution of tissue (V t) is defined as the ratio between tracer 
concentration in tissue (Ct) and tracer concentration in plasma 
(Cp) at steady state (Equation 3): 



Vt-- 



Cp((X)) 



(3) 



Distribution volume ratio (DVR) is defined as ratio between Vx 
and volume of distribution in the reference region (Vref) of no 
specific binding (Equation 4): 



DVR- 



Vref 



(4) 



Logan analysis [5] was used to estimate the DVR as the slope in 
the linear range of the Logan plot (Equation 5): 



J CT(s)ds 



-DVRx° 



J CREF(s)ds 



Crit) 



Crit) 



- const 



(5) 



where CREF(t) is the tracer concentration in cerebellum which was 
chosen as the reference tissue for FDDNP PET/CT studies. The 
Logan plot was considered linear 30 minutes after scan start time 
in dynamic FDDNP scan. DVR value of each pixel was estimated 
and DVR image were generated on the dynamic FDDNP scans 
(with and without MC). 

FDG Uptake Constant (Kj). To calculate Ki, image-derived 
input functions (IDIFs) (Cp(t)) were obtained from the carotid 
artery (CA) ROIs [18,19]. The early images over the first 45- 
second period were summed for defining CA ROL The CA ROI 
consisted of 5 mm diameter circles manually defined on the C A in 
each of three consecutive slices that had clearly visible carotid 
artery below the temporal lobe. Parametric images of Ki were 
generated with Patlak analysis (Equation 6) [20] using TACs 
extracted from CA ROI as the IDIF. 



j Cp(s)ds 



Cp(t) 



+ const 



(6) 



Both IDIF and the Ki values from images with MC were 
compared to those without MC. 

Results 

Phantom Studies 

Co-registration errors for PET images of different AC 
procedures are shown in Fig. 2A. The errors of co-registration 
between PET images of different frames based on the PET images 
without AC was smaller than the errors based on the PET images 
with AC (before MC), but were similar to those based on the AC 
PET images after MC. The difference was contributed by 
attenuation correction artifacts. However, the co-registration error 
was always smaller than the voxel size (Fig. 2A). In contrast, the 
errors of CT-to-PET co-registration based on the PET images 
without AC were slightly larger than those based on the AC 
(before) PET images (Fig. 2B). 

Difference maps were used to further evaluate and validate the 
MC procedure on the phantom studies. They showed that the 
accuracy of co-registration (error <2 mm) was adequate to avoid 
introducing extra artifacts and the MC procedure eliminated 
artifacts due to large mismatches between PET and CT images. In 
Figs. 3, 4, and 5, all PET images were co-registered to the 
reference frame for comparison. The same color scale was applied 
across all PET frames. A different color scale was applied to the 
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Figure 10. A FDDNP PET/CT scan subject with both head nodding and shaking movement showed reduction in artifacts in the 
temporal region, reduction in left-right asymmetry and better hemisphere separation after MC. Panels A and B show different brain 
slices of the same subject before and after MC. 
doi:1 0.1 371 /journal. pone.01 03745.g01 0 



difference maps, where green denotes zero difference. Fig. 3 shows 
that for small misalignment (2 mm in z direction) between PET 
and CT, the AC artifact was not noticeable compared to the 
images with correctly aligned PET and CT. Fig. 4 shows apparent 
artifacts due to large mismatches between PET and CT images. 
Panel A of Fig. 4 shows the difference map between the PET 
frame (FR12) which was based on a misaligned CT (CTl) for AC 
and the reference frame (FRl) which used a physically aligned CT 
(CTl). The difference map between the FRl 2 and the same PET 
frame based on a physically aligned CT (CTl 2) is shown in Panel 
B. Fig. 4 shows that the misalignment between PET and CT 
caused significant AC artifacts. However, the attenuation correc- 
tion matrix did not add extra noise to the PET images. After MC, 
there were no noticeable differences, except noise, among the PET 
frames (Fig. 5). 

Result of the application of the automated MC procedure to the 
second phantom study is shown in Fig. 6 that demonstrated the 
procedure's ability to correct misalignment induced by head 
rotation besides translation. Co-registration to the reference frame 
(without CT MC) (column 1) only reduced the attenuation artifact 
(column 3). Mean left-right asymmetry decreased significantly (P< 
0.05) from 46.8% to 6.5% after MC (column 4). 

Evaluation with Dynamic FDDNP PET/CT Scans 

If the displacement was larger than 5 mm (resolution of the 
PET/CT imaging system) or the rotation was greater than 4 
degrees, the movement would cause visually noticeable artifacts in 
the PET images. Fig. 7 shows that half of the subjects had 
displacements over 5 mm in late frames (after 40 min). The z- 
direction translation and nodding were found to be the most 
common patient movement during a dynamic PET/CT scan. 
Under-attenuation or over-attenuation correction artifacts were 
observed in frontal or parietal regions due to mismatch in the z 
direction. 

Fig. 8 shows the improvement of the PET/CT images with 
proper AC after the automated MC procedure in a dynamic 
FDDNP PET/CT scan on a DS patient. Panel A shows the 
FDDNP PET images reconstructed based on a CT image that was 
misaligned (due to head movement between CT and PET 
imaging). Panel B shows the same PET image attenuation 



corrected and reconstructed based on the CT image that was 
properly aligned after MC. Significant differences were seen 
between images in the top and bottom rows in the figure. 
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Figure 11. Boxplot showing difference of DVR in Regions of 
interest (ROIs) before and after MC A. in absolute value and B. in 
percentage of absolute value. ROIs include frontal cortex (FRT), lateral 
temporal lobe (LTL), medial temporal lobe (MTL), parietal cortex (PAR) 
and posterior cingulate (PCG). 
doi:1 0.1 371/journal.pone.01 03745.g01 1 
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Figure 12. Improvement of a FDG PET/CT scan of a DS patient after MC in aspects of late frame, Kj image, image derived input 
function and Patlak Plot. A. Ortliogonal PET/CT images before and after MC of a late frame in the dynamic brain FDG scan: attenuation correction 
artifact in the right frontal region (pointed at by arrows) diminished after MC (lower row). B. The Kj image: The Kj values appeared to be more uniform 
(except the affected regions) and globally higher after MC. In this case, the lower input function accounted for the global increase in the Kj values C. 
Image Derived Input Function: After MC, a 21% drop in the tail AUC during 30-65 minutes was seen. D. Patlak Plot in the medial temporal region 
before and after MC: The Patlak plot had less fluctuation after MC. The slope of the plot used for calculating Kj increased by 97.9% after MC for this 
patient. 

doi:1 0.1 371 /journal.pone.01 03745.g01 2 



Since the tissue TAG of FDDNP in the medial temporal region 
usually becomes linear later in time when plotted on a Logan plot, 
we used it to determine the time range which is 30-65 minutes for 
DVR image generation. Comparison of TACs before and after 
MC and their corresponding Logan plots for a medial temporal 
region in a patient is shown in Fig. 9. The TACs in both medial 
temporal region and cerebellum (the reference region), and Logan 
plot showed less fluctuation after MC. The slope of the Logan plot 
increased by 7.5% after MC in the medial temporal region for this 
patient. Improvement in the DVR image after MC is shown in 
Fig. lOA for a patient who had head rotations and translations. 
Reduction in artifacts in the medial temporal region, and in left- 
right asymmetry after MC was easily noticeable. The same study 
also showed better hemispheric separation, increased uptake in 
brain stem and occipital regions, and decreased uptake in frontal 
region after MC (Fig. lOB). In the FDDNP research patient study 
group, DVR values in the frontal lobe and medial temporal region 
were significantly different (P<0.05) before and after MC; the 
absolute value of difference of DVR before and after MC was 
0.074 (6.9%) and 0.076 (6.6%), respectively (Fig. 11). 



Evaluation with dynamic FDG PET/CT scans 

Movements were observed in all studied subjects in late PET 
frames with an averaged central displacement of 5.55 ±2.9 mm. 
Artifacts were observed in late dynamic frames, in the image, in 
the ID IF and in the Patlak plots before MC, and were significantly 
reduced after MC, as shown in Fig. 12 for a representative patient 
study. The total area under the curve (AUC) and the AUC 
between 30 and 60 minutes post-injection of FDG (tail AUC) of 
the IDIF obtained from CA ROIs were respectively changed by 
33% and 57% on average after MC. The values were changed 
after MC in posterior cingulate, frontal, parietal, and temporal 
regions by 44.6%, 46.4%, 53.2%, and 48.3% on average 
respectively. The coefiicient of variation of value among the 
6 subjects over those regions decreased from 68.4% to 20.9% after 
MC. 

Discussion 

In this study, a retrospective image-based MC method for a 
PET/CT scanner has been developed and validated. The MC 
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method for dynamic PET/ CT scan has been shown to be practical 
and easy to use. The MC method requires the co-registration of 
medical images obtained from different imaging modalities and 
from the same modality. The co-registration for both inter- and 
intra-modality has been under intensive research during the past 
fifteen years. Maximization of mutual information has been shown 
to be an excellent criterion for automated and accurate rigid-body 
co-registrations of intra-individual images from different modali- 
ties especially between PET and MRI in a variety of applications 
[21]. Multiple software packages (e.g., Vinci [18] and SPM [22]) 
use this criterion for medical image co-registration. In our 
implementation of the MC method for PET/CT imaging, we 
have adopted the use of Vinci for image co-registration, since the 
pre-processing procedures available in Vinci, including threshold- 
ing, sped up the processing and provided robust co-registration 
[23]. 

The 3-D Hoffman brain phantom is commonly used to simulate 
cerebral blood flow and metabolic PET images. It not only mimics 
the tracer distribution but also simulates the photon attenuation 
and scatters in the acquired images [24]. The Hoffman brain 
phantom was used in this study to demonstrate that the algorithms 
implemented by Vinci was adequate for cross-modality co- 
registration between PET and CT and for between frame PET 
co-registration (Fig. 2). For co-registration between PET and CT, 
the PET images with AC outperformed those without AC, even 
though there might be artifacts in PET with inaccurate AC based 
on mismatched CTs. This could be due to the reason that there 
was a stronger signal inside the brain for PET image with AC. We 
found in the present study that the co-registration almost reached 
half-pixel accuracy, which is consistent with results reported by 
others [25]. In contrast, for co-registration between PET frames, 
the use of PET images without AC outperforms the use of PET 
images with AC. It is worth mentioning that, for PET images with 
AC after MC, the co-registration accuracy reached the same level 
as that for PET images without AC. This result indicates that the 
artifacts in AC influence the co-registration accuracy among PET 
frames. Thus we optimize the MC procedure using AC PET for 
co-registration between CT and reference PET frame and non-AC 
PET for co-registration among PET frames. 

Multiple static Hoffman phantom scans only mimic FDG 
distribution in the brain at pre-defmed time points after tracer 
injection and do not exactly reflect the actual FDG dynamics in 
patient's brain, in which the radioactivity distribution changes 
continuously over time (Table 1 and Fig. 6). The evaluation of the 
MC method was thus further performed on patient dataset of 
dynamic FDDNP and FDG PET/CT scans (Figs. 7, 8, 9, 10, 11, 
12). The accuracy of co-registration in patient is hard to quantify 
because the true movement was not recorded in our study. 
However, visual check of the co-registration showed that the co- 
registration algorithm works well on early frame as well. Though 
the pattern of the tracer distribution might be different in early 
times among different frame, the image patterns in early frames of 
FDG and FDDNP dynamic scans did not change much and did 
not affect the co-registration of early frame images. To help with 
the co-registration for early frames which have low counting 
statistics in FDG study, those short frames in the first 90 seconds 
were summed for co-registration between PET and CT. Figure 3 
shows that small error in co-registration between PET frame and 
CT image could be tolerated in attenuation correction. On the 
other hand, as shown in Fig. 7, with some physical restraint, 
movement in early frames could be well limited. The MC was 
more important for Logan and Patlak analyses than for 
compartment fitting because the slope in both Logan and Patlak 
plots are mainly determined by the late phase of tracer uptake. 



However, if the scan durations of the early frames were very short 
or the tracer used has a low uptake at early time, the high 
statistical noise could cause problems for image alignment and 
would affect the results of compartment modeling. 

Both types of error (due to the image derived input function and 
the tissue concentration kinetics) could contribute to the change in 
Ki. Similarly, both types of error (due to the reference region and 
the tissue concentration kinetics) could contribute to the change in 
DVR. The relative importance of the two error types is highly 
dependent on the tracer used, the reference region available, and 
the quantitation methods employed. For example, the carotid 
artery ROI used for deriving the FDG input function had a much 
smaller size than the cerebellum used for FDDNP PET scans as 
the reference tissue and was affected more by movement; these 
explain why the impact of movement correction on the FDG 
results was much higher than on the FDDNP results. The relative 
effects of the two types of error on FDDNP and FDG quantitation 
are stated respectively in the legend of Fig. 9 and Fig. 12. 

In our MC evaluations with patient images, the effect of head 
movement and MC could not be done in absolute terms. For 
example, in the evaluation of their effects on the FDG values, 
the exact percent changes should be interpreted with caution. 
Since no spillover and partial volume correction was applied in 
estimating the blood TACs, the input functions used in calculating 
the Ki values were not exactly correct. In addition, noise in CT(t) 
measured from PET imaging could contribute to negative bias in 
DVR estimates obtained by graphical methods and this underes- 
timation is noise level dependent [26,27]. However, we believe 
that the results shown in Figs. 10 and 12 do represent the 
potentially large effects of head movement on the FDDNP DVR 
and FDG values that can be significantly reduced with the MC 
method presented in this study. 

Additional smoothing might be introduced through the MC 
procedure. In practice, to avoid this smoothing in the case of 
negligible head movement, a general check of the magnitude of 
the movement based on the transformation matrices is performed. 
When the amount of head movement is small, the user has the 
option to use the original images (i.e., without MC) instead of the 
ones with MC (which have a small amount of additional 
smoothing). 

For the patients who had neurodegenerative disease or could 
not remain stationary during a dynamic scan, even with a 
shortened dynamic scan (e.g. from two hours [3] to one hour) and 
with the use of a head belt for restraint, head movements were 
clearly noticeable in half of the subjects studied (Fig. 7). Common 
head movements observed in this study include translation in the 
z-direction, rotation around the z-axis (left-right head rotation) 
and rotation around x axis (head nodding). With the back of the 
head as a pivoting point, forehead generally had a larger 
displacement compared to the back of the head, which is 
consistent with our previous report [3]. Therefore, the frontal, 
parietal and temporal cortices that are important for AD 
evaluation [28,29] are particularly sensitive to head movements 
during dynamic PET scans (Figs. 6, 8, and 9), and the automated 
MC method reported in this study is expected to improve the most 
for the dynamic PET/CT image results from these types of 
patients. 

Conclusion 

The retrospective image-based MC method described in this 
study is feasible for dynamic FDDNP and FDG PET/CT brain 
scans. It significantly improves the image quality and the measured 
tracer kinetics derived from dynamic PET/CT images. The MC 
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thus should be apphed if rehable DVR and estimations on 
neurodegenerative patients are desired. The proposed MC 
method is also expected to be applicable to PET studies of 
patients with other disorders (e.g., Parkinson's disease) and to 
brain PET scans with other molecular imaging probes, but 
separate validation studies should be performed for each case. 

Acknowledgments 

The authors would like to thank Weber Shao, David Truong, and Dat Vu 
for their computer and database support, Dr. Nicole Detorie for help with 

References 

1. Watson CC, Casey ME, Michel G, Bendriem B. (2004) Advances in scatter 
correction for 3D PET/GT. IEEE Nucl Sci Symp Gonf Rec 5: 3008 3012. 

2. Kinahan PE, Townsend DW, Beyer T, Sashin D. (1998) Attenuation correction 
for a combined 3D PET/GT scanner. Med Phys 25(10): 2046-2053. 

3. Wardak M, Wong KP, Shao W, Dahlbom M, Kepe V, et al. (2010) Movement 
correction method for human brain PET images: application to quantitative 
analysis of dynamic ^^F-FDDNP scans. J Nucl Med 51(2): 210 218. 

4. Anton-Rodriguez JM, Sibomana M, Huisman MC, Matthews JC, Feldmann M, 
et al. (2010) Investigation of motion induced errors in scatter correction for the 
HRRT brain scanner. IEEE Nucl Sci Symp Conf Rec 2935-2940. 

5. Logan J, Fowler JS, Volkow ND, Wang GJ, Ding YS, et al. (1996) Distribution 
volume ratios without blood sampling from graphical analysis of PET data. 
J Gereb Blood Flow Metab 16(5): 834-840. 

6. Wong KP, Wardak M, Shao W, Dahlbom M, Kepe V, et al. (2010) Quantitative 
analysis of [^^F]FDDNP PET using subcortical white matter as reference region. 
Eur J Nucl Med Mol Imag 37(3): 575-588. 

7. Herzog H, Tellmann L, Fulton R, Stangier I, Kops ER, et al. (2005) Motion 
artifact reduction on parametric PET images of neuroreceptor binding. J Nucl 
Med 46(6): 1059-1065. 

8. Huang SC, Hoffman EJ, Phelps ME, Kuhl DE. (1979) Quantitation in positron 
emission computed tomography: 2. Effects of inaccurate attenuation correction. 
J Gomput Assist Tomogr 3(6): 804-814. 

9. Keller S, Sibomana M, Olesen O, Svarer G, Holm S, et al. (2012) Methods for 
motion correction evaluation using FDG human brain scans on a high resolution 
PET scanner. J Nucl Med 53(3): 495-504. 

10. Bloomfield PM, Spinks TJ, Reed J, Schnorr L, Westrip AM, et al. (2003) The 
design and implementation of a motion correction scheme for neurological PET. 
Phys Med Biol 48(8): 959-978. 

11. Costes N, Dagher A, Larcher K, Evans AG, GoUins DL, et al. (2009) Motion 
correction of multi-frame PET data in neuroreceptor mapping: simulation based 
vaHdation. Neuroimage 47(4): 1496-1505. 

12. Mourik JE, Lubberink M, Van Velden FH, Lammertsma AA, Boellaard R. 
(2009) Offline motion correction methods for multi-frame PET data. Eur J Nucl 
Med Mol Imag 36(12): 2002-2013. 

13. Silverman DHS. (2004) Brain 18F-FDG PET in the Diagnosis of Neurodegen- 
erative Dementias: Comparison with Perfusion SPEGT and with Clinical 
Evaluations Lacking Nuclear Imaging. J Nucl Med 45(4): 594-607. 

14. Shin J, Kepe V, Barrio JR, Small GW. (2011) The merits of FDDNP-PET 
imaging in Alzheimer's Disease. J Alzheimers Dis 26 Suppl 3: 135 145. 

15. Nelson LD, Siddarth P, Kepe V, Scheibel KE, Huang SC, et al. (201 1) Positron 
Emission Tomography of Brain {beta} -Amyloid and Tau Levels in Adults with 
Down Syndrome. Arch Neurol 68(6): 768-774. 



phantom study, the UCLA Cyclotron staff for help with FDDNP and FDG 
preparation, the UCLA Nuclear Medicine staff for assistance with PET 
acquisition, and Dr. Stefan Vollmar and Michael Sue at the Max Planck 
Institute for Neurological Research for their expert technical assistance on 
the use of Vinci. 

Author Contributions 

Conceived and designed the experiments: HY JB LDN GS SCH. 
Performed the experiments: HY MW MD VK LDN. Analyzed the data: 
HY KPW MW SCH. Wrote the paper: HY KPW MW SCH. 



16. VoUmar S, GizekJ, Sue M, Klein J, Jacobs AH, et al. (2003) VINCI-volume 
imaging in neurological research, co-registration and ROIs included. Forschung 
und wissenschaftliches Rechnen 2004(114): 115-131. 

17. Liu J, Kepe V, Zabjek A, Petric A, Padgett HG, et al. (2007) High-yield, 
automated radiosynthesis of 2-(l-{6-[(2-[18F]fluoroethyl)(methyl)amino]-2- 
naphthyl}ethylidene)malononitrile ([^^FJFDDNP) ready for animal or human 
administration. Mol Imaging Biol 9(1): 6—16. 

18. Chen K, Bandy D, Reiman E, Huang SC, Lawson M, et al. (1998) Noninvasive 
quantification of the cerebral metabolic rate for glucose using positron emission 
tomography, ^^F-fluoro-2-deoxyglucose, the Patlak method, and an image- 
derived input function. J Gereb Blood Flow Metab 18(7): 716-723. 

19. Zanotti-Fregonara P, Fadaili el M, Maroy R, Gomtat G, Souloumiac A, et al. 
(2009) Comparison of eight methods for the estimation of the image-derived 
input function in dynamic 18F-FDG PET human brain studies. J Gereb Blood 
Flow Metab 29(11): 1825-1835. 

20. Patlak CS, Blasberg RG, Fenstermacher JD. (1983) Graphical evaluation of 
blood-to-brain transfer constants from multiple-time uptake data. J Gereb Blood 
Flow Metab 3(1): 1-7. 

21. Pluim JPW, Maintz JBA, Viergever MA. (2003) Mutual information based 
registration of medical images: a survey. IEEE Trans Med Imaging 22(8):986- 
1004. 

22. Friston KJ (2007) Statistical Parametric Mapping: The Analysis of Functional 
Brain Images: MA, Elsevier /Academic Press. 

23. GizekJ, Herholz K, VoUmar S, Schrader R, Klein J, et al. (2004) Fast and robust 
registration of PET and MR images of human brain. Neuroimage 22(1): 434- 
442. 

24. Hoffman EJ, Cutler PD, Digby WM, Mazziotta JC. (1990) 3-D phantom to 
simulate cerebral blood flow and metabolic images for PET. IEEE Trans Nucl 
Sci 37(2): 616-620. 

25. Maes F, Vandermeulen D, Suetens P. (1999) Comparative evaluation of 
multiresolution optimization strategies for multimodality image registration by 
maximization of mutual information. Med Image Anal 3(4):373-386. 

26. Slifstein M, Laruelle M (2000) Effects of statistical noise on graphic analysis of 
PET neuroreceptor studies. J Nucl Med 41(12):2083-2088. 

27. Zhou Y, Ye W, Brasic JR, Grabb AH, Hilton J, et al. (2009) A consistent and 
eflBcient graphical analysis method to improve the quantification of reversible 
tracer binding in radioligand receptor dynamic PET studies., Neuroimage 
44(3):66 1-670. 

28. Braak H, Braak E. (1991) Neuropathological stageing of Alzheimer-related 
changes. Acta Neuropathol 82(4): 239 259. 

29. SmaU GW, Kepe V, ErcoH LM, Siddarth P, Bookheimer SY, et al. (2006) PET 
of brain amyloid and tau in mild cognitive impairment. N Engl J Med 355(25): 
2652-2663. 



PLOS ONE I www.plosone.org 



12 



August 2014 | Volume 9 | Issue 8 | e103745 



